Post-Implant Instructions
Discharge instructions for implantable loop recorders:

Call your doctor if:
1. You become dizzy, faint or black out.
2. If you have a fever over 101 degrees.
3. If the incision drains for more than two days.
4. If you have pain not relieved by your medication.
5. The area around the loop recorder becomes red or hot to the touch.

Wound care:
1. Avoid getting the wound wet or dirty for one week
2. Remove the occlusive dressing in 48 hours, or as instructed.
3. If you have tapes covering the incision (steristrips) remove them after one
week.

Medication:
1. Refer to the medication instruction sheet provided by the nurse.
2. Check with your doctor about when to resume any medications you
stopped for the procedure.

Activity:
1. Do not drive for 24 hours.
2. Check with your doctor about returning to work.

General information:
1. Remind your doctors and dentists that you have a pacemaker.
2. Tell airport security you have a pacemaker.
3. Carry your pacemaker ID with you.
4. Cell phones, microwaves, and other household appliances generally do not
affect implantable loop recorders.



